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The impact of the addition of iodoform on the 
physicochemical properties of an epoxy-based 
endodontic sealer
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Due to the low radiopacity of Sealer 26, iodoform is frequently empirically added to this sealer. Thus, the interference of this procedure with the physicochemical properties of 
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sealer. Material and Methods: The control group was pure Sealer 26, and the experimental 
groups were Sealer 26 added with 1.1 g, 0.55 g or 0.275 g of iodoform. Setting time 
!"
!&'(		%)*"+
!! !/	34	%))8"+9
"#
"!+!



;!8)
<!&=48=83=>
days pH was measured. In 45 days, the calcium released was evaluated with an atomic 
absorption spectrophotometer. Results: The addition of iodoform increased setting time 
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mixtures presented results similar to pure sealer (p>0.05). In the 24 h period, the mixture 
with 1.1 g and 0.55 g of iodoform showed lower pH than pure sealer and than sealer added 
with 0.275 g of iodoform (P<0.05). Conclusions: The iodoform added to Sealer 26 interferes 
with its setting time and solubility properties. Further studies are needed to address the 
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INTRODUCTION
Endodontic sealers should have an antimicrobial 
activity28 and the capacity to stimulate the healing 
of periapical tissue19. These properties are related 
to the release of hydroxyl and calcium ions13 and 
the increase of pH15. Furthermore, endodontic 
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and low solubility7.
In Brazil, the epoxy-based sealer Sealer 26 

+
is widely commercially available6. However, 
its radiopacity is lower than that of other 
endodontic sealers such as the methacrylate-
based (Epiphany)16, gutta-percha point5 or even 
another epoxy-based (AH Plus)25. This difference 
of radiopacity may be inadvertently interpreted as 
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A way to improve the radiopacity of Sealer 26 is 
to add iodoform, in a minimum ratio of 1:3, to the 
total volume of the sealer14. Materials containing 
iodoform have been suggested for root canal 
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8. When added to Sealapex, 
the histological results do not change in relation 
to pure Sealapex17, and the mixture presented 
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for endodontic procedures.
Iodoform (CHI3) is commonly used as 
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but its use in Endodontics is controversial because 
of its potential for causing toxic effects4,23. 
Iodoform has a radiopacifying action similar to 
bismuth subnitrate and higher than zinc oxide, 
barium sulfate, zirconium oxide, and calcium 
tungstate10.
Due to the radiopacity of Sealer 26, endodontists 
have empirically added iodoform to this sealer. But 
there are no studies evaluating the interference of 
this procedure with the physicochemical properties 
of Sealer 26. Since some essential properties 
such as solubility and setting time depend on 
the powder/resin ratio of a sealer, preparing the 
material with varying consistency may result in 
variations in the properties of the sealer7. This may 
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handling and/or interference in the antimicrobial 
action7,20.
Flow is important as it determines the ability 
of the sealer to penetrate into small irregularities, 
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the sealer is not in accordance with ISO (6876) or 
ADA (57) norms, its use in root canal obturation 
is contraindicated. The preservation of alkalization 
potential and calcium ion release properties of the 
sealer after its manipulation are important to their 
biological and microbiological actions9.
Therefore, studies that assess the interference 
of the addition of several proportions of iodoform 
with the properties of Sealer 26 are necessary. 
This study aims to evaluate the hypothesis that 
the addition of iodoform interferes negatively with 
its physicochemical properties.
The aim of this study was to evaluate the 
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and calcium release from an epoxy-based sealer 
(Sealer 26), both pure and added with 1.1 g; 0.55 
g or 0.275 g of iodoform.
MATERIAL AND METHODS
The epoxy-based sealer used for this study was 
Sealer 26 (Dentsply, Maillefer Instruments SA, 
Ballaigues, Switzerland). The main constituents of 
this material, according to the manufacturer, are: 
a. powder (bismuth trioxide, calcium hydroxide, 
hexamethylenetetramine, titanium dioxide); b. 
resin (Bisphenol-epoxy resin).
To manipulate Sealer 26, 1.1 g of powder was 
added to 1.0 g of resin and mixed during 30 s. 
This mixture was considered as the control group 
(G1). For the experimental groups, the mixture 
was prepared by adding iodoform (Biodinâmica 
Ind. Com., Ibiporã, PR, Brazil) in proportions of 
1.1 g (G2), 0.55 g (G3), and 0.275 g (G4).
Determination of setting time
+

$
were determined according to the International 
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and the ASTM C266-03 (Philadelphia: ASTM; 2008) 
"+2. All specimens were measured under 
controlled temperature and humidity: 37+1°C 
and 95+5% relative humidity. The sealers were 
mixed and inserted into metallic ring molds with 
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each group).
At 180 seconds, each specimen was indented 
with a Gilmore needle (113.5 g) until the initial 
setting time was determined. Then, a Gilmore 
needle weighing 456.5 g was used to determine the 
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as being the time elapsed from the beginning of 
the mixing to the time at which no indentation 
was detected on the surface of the mixtures. The 
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when the Gilmore needles, with 113.5 g and 456.5 
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the surface of the sample. Data obtained was 
subjected to one-way ANOVA and Dunn tests, at 
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Flow
All procedures were performed according to ISO 
6876:20011,7,18. The sealers were mixed according 
to the conditions described before, and 0.05+0.005 
ml of mixture was placed on the center of a glass 
plate with a graduated syringe. After 3 min, a 
second plate weighing 20 g and a weight of 100 g 
were placed on the sealer. After seven additional 
minutes, the mean of the biggest and smallest 
diameter of the disc of sealer was recorded in mm 
using a digital caliper with a resolution of 0.01 
mm (Mitutoyo MTI Corporation, Tokyo, Japan). 
The mean of three measurements for each sealer 
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level of 5%.
Solubility

@|8)"C

1.5 mm thickness and 20 mm internal diameter 
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covered with colorless cellophane, were placed 
under and on the mold. The samples were stored 
for 45 days in 37+1°C and 95+5% relative 
humidity to set. After the removal of residues 
or loose particles, the specimens were placed 
in a desiccator with silica for 24 h. Then, they 
were weighed on a precision scale (Shimadzu 
AW-220; Shimadzu, São Paulo, SP, Brazil) and 
immersed individually in 50 ml of deionized water 
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the specimens hung in the water. All specimens 
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were again stored for 7 days in 37+1°C. After 
this period, the specimens were again placed in 
a desiccator for 24 h and subsequently weighed, 
in similar conditions as described above. The 
solubility and disintegration between the original 
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calculated to deduce the percentage of original 
mass loss of the specimen. All procedures were in 
accordance with Vivan, et al.27 (2010). The data 
obtained was submitted to Kruskal-Wallis test at 
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pH and calcium release
Forty polyethylene tubes measuring 0.5 cm in 
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a Lentulo spiral (Dentsply, Maillefer Instruments 
SA, Ballaigues, Switzerland).
The tubes filled with fresh mixtures were 
weighed in order to check the standardization 
of the amount of sealer. They were placed in 
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Brazil) containing 10 mL of deionized water and 
kept at 37°C. Prior to immersion of the specimens, 
both pH and calcium concentration of the deionized 
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being totally absent. Evaluations of pH and 
calcium ion release were carried out after 24 h, 
7, 14, 21, 28, and 45 days. The specimens were 
kept in the same distilled water during all the 
experiment. Measurement of pH was performed 
with a pHmeter (model Q400I; Quimis, Diadema, 
SP, Brazil), previously calibrated with solutions of 
known pH (4, 7, and 14), at constant temperature 
(25°C). The flasks were placed in a shaker 
(Farmen, São Paulo, SP, Brazil) for 5 seconds 
before pH measurement. The control procedure 
included measuring the pH of the water in which 
no specimens had been immersed. 
In  45  days ,  a  Spec t ra  55B a tomic 
spectrophotometer (Varian, Inc.,Palo Alto, CA, 
USA) was used to determine the calcium release 
concentration (in ppm) in the deionized water. 
Lanthanum oxide was added to all samples to 
eliminate ionic interference.  Solutions containing 
calcium concentrations of 0, 1, 2, 3, 4 and 5 ppm 
were used to create a standard calibration curve23.
RESULTS
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groups were statistically different (P>0.05). The 
mean and standard deviation of the initial and 
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experimental mixtures are showed in Table 1.
Regarding the flow test, the experimental 
mixtures and the pure Sealer 26 presented similar 
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is in accordance with ISO 6876:200118.
The experimental groups presented higher 
solubility than Sealer 26 (P<0.05), but no 
differences were observed between them (P>0.05). 
All the sealers released calcium and were similar 
(P>0.05) (Table 3).
The mean and standard deviation for pH values, 
in several periods, of Sealer 26 and the three 
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In the 24 h period, the addition of 1.1 g (G2) or 
0.55 g (G3) of iodoform promoted reduction of pH 
values. In addition, these values were lower than 
G1 G2 " G4
(1.1:0.0:1.0) (1.1:1.1:1.0) (1.1:0.55:1.0) (1.1:0.275:1.0)
Initial 470 (8.66)a 11.486 (0.1)b 9.136 (199)c 5.595 (0.1)d
Final 2.569 (2.88)a 15.536 (0.1)b 11.952 (509)c 7.675 (103)d
a,b,c,d 	 
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powder:iodoform:resin (in weight)
Table 1-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	 	 	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mixtures
G1 G2 " G4
(1.1:0.0:1.0) (1.1:1.1:1.0) (1.1:0.55:1.0) (1.1:0.275:1.0)
Flow (mm) 22.99 (±0.83) 21.91 (±1.87) 22.00 (±0.58) 22.01 (±1.01)
Calcium release (ppm) 1.37 (±0.20) 1.12 (±0.27) 1.23 (±0.13) 1.180 (0.20)
*  No statistical difference was observed between the groups (P>0.05). The proportion is in the sequence powder:iodoform:resin 
(in weight)
Table 2-		&'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the ones presented by G1 and G4 (P<0.05). In 
the other periods, pH values between the groups 
were similar (P>0.05). The pH values reduced in 
the course of time.
DISCUSSION
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pastes and endodontic sealers are as important 
as the ones that evaluate antimicrobial activity3,20, 
radiopacity16,25 biological behavior23 and toxic 
effect4 of these materials. The decision making for 
clinical use of these materials have to be based on 
these evidences.
The results of the present study, particularly of 
setting time and solubility tests, allow us to accept 
the hypothesis that the addition of iodoform, 
independently of the proportion added, interferes 
with the properties of Sealer 26. Therefore, this 
procedure should be avoided.
The addition of iodoform to the powder of the 
sealer in proportions of 1.1 g, 0.55 g, and 0.275 g 
provides total mass increase of 52.38%, 26.19%, 
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was similar in all groups. When 10% calcium 
hydroxide was added to another epoxy-based 
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in comparison with the original consistency11. 
However, AH Plus is a paste/paste system and 
Sealer 26 is a powder/paste system and the 
amount, in volume, of iodoform aggregated was 
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Several studies reported the importance that 
endodontic sealers present alkaline pH value 
and promote calcium ion release9,15,21. In the 24 
h period, the addition of iodoform to G2 and G3 
groups promoted reduction of pH value probably 
because the amount of calcium hydroxide present 
in the powder sealer decreased in relation to 
the sealer original proportion (0.37 g/g). In all 
the other periods, there was reduction of the pH 
values. However, in each of these periods, the 
values among different groups were similar. The 
presence of some acid hydrogen components in the 
sealer, such as bisphenol-epoxy resin, may have 
caused a reaction with hydroxyl ion causing pH 
decrease24. The setting reaction of the substances 
that compose the sealer, with the consequent 
G1 G2 " G4
(1.1:0.0:1.0) (1.1:1.1:1.0) (1.1:0.55:1.0) (1.1:0.275:1.0)
Mass loss 2.0a 10.98b 10.89b 9.38b
a,b 	
		
				'+!+
(in weight) 
6@? Mean of percentage of original mass loss for Sealer 26 and experimental mixtures
Y&? pH changes of Sealer 26 and mixtures according to different periods of time
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prevention of hydroxyl ion release, may have 
also contributed to the prevention of hydroxyl ion 
release24.
In this study, the assessment of calcium release 
by the mixtures was only carried out at the end of 
the experiment and the values corresponded to the 
release throughout the experiment. It is possible 
that the same chemical reactions may have been 
involved, as partial neutralization of hydroxyl ions 
also occurred in the calcium chelation24. Other 
studies with Sealer 26 were conducted in different 
conditions, which makes the comparison with our 
results impossible9,26.
The addition of iodoform into sealer powder, in all 
proportions used, promoted increase of initial and 
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because of the reaction between the bisphenol-
epoxy resin and hexamethylenetetramine9. The 
addition of iodoform decreased the amount of 
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the setting time of the sealer. Probably, as a 
consequence of the interference with setting 
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solubility of experimental mixtures increased 
when compared with the original Sealer 26 sealer. 
Similarly, when calcium hydroxide was added 
into AH Plus (epoxy-based sealer), there was 
an increase in the solubility of the sealer11. The 
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properties of endodontic sealers7.
Thus, the addition of iodoform in Sealer 26 
interferes with the physicochemical properties of 
the material. Other studies should be conducted to 
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the epoxy-based sealer properties.
CONCLUSIONS
Under the conditions of this study, it seems 
that the addition of iodoform to the powder of 
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solubility and setting time. Only in the 24 h period, 
the addition of iodoform, in proportions of 1.1 g 
and 0.55 g, decreased the pH value of the sealer. 
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Therefore, these alterations of the properties of 
Sealer 26 are likely to be clinically relevant, and 
these mixtures are not recommended for clinical 
use.
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